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PREFACE 



This application note will help you make transmission and reflection measurements with the 
Hewlett-Packard Model B505A RF Network Analyzer and its associated test sets. Previous ex- 
perience in network analysis techniques is assumed, so the note concentrates on generalized 
setup, calibration, and measurement sequences rather than basic measurement theory. As you 
become familiar with operation of the instrumant you can modify and axtaiid these aetjuences 
to more specialized applications. 

The first perl of this note introduces the S505A and the standard test sets, then describes the 
main operations to make measurements. The Transmission Measurements, Reflection 
Measurements, Power Level Measurements, and S-Parameter Measurements sections contain 
specific step-by-step sequences used to make particular measurements on a device. If you have 
a device to measure, go directly to one of these sequences and try it. Use the Introduction as a 
reference for operations that require more explanation. A section for the 8501A Storage- Nor- 
malizer provides a brief description of how to use (his important ecces.sory. A foldout at the rear 
of this note presents a photo of the 8505A front panel and a summary of the functions of the 
controls, indicators, and displays. 

Learn by doing. Use the 6505A to measure a device with known characteristics. You will bet- 
ter appreciate the ease with which measurements are made if you have access to an 8505A with 
test set from the very beginning. But, during the interval prior to arrival of your 8505A, you can 
develop valuable background knowledge of instrument operation from this note. Although the 
8505A is fully programmable via the HP-lfl, this note does not describe programming opera- 
lioihs. It is recommended that you gain a good understanding of the 8505A in manual operation 
before writing programs to control it. 
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INTRODUCTION 



The 8505A is a high pBrfnrmance RF tinlwurk analyzer that includes a leveled source, frequency counter, two 
measurement channels, dual-trace CRT w'ith both cartesian and polar displaya, digilal readout of the measured 
value, and an electronic line stretcher. Together with appropriate signal routiug accassorias, Ilia HSU5A is a fully 
integrated stirnuhia/respuiiaa last .system that measures magnitude, phase, and delay characteristics of linear 
networks by comparing the incident signal wdtb Ilia signal transmitted through the device or reflected from its 
input. 

The basic transmission measoremants (laHcrihatl in tills note are; insertion loss and gain, insertion phase, elec- 
trical length, deviation from linear phase, group delay, and tran.smissiu[i i:oelticlent (S 12 or S 21 ). Basic reflection 
measiiramaiils are: return loss, from which SWK can be calculated, and reflection cnefficianl (Sn or .S 22 I, I'ruiii 
which impedance can be calculated or read from a Smith Chart overlay. 



To begin i'aniiliaiizing yourself with the 8505A, recognize that it is packaged in two rases. Tlie lower case 
contains the sweeper controls and diaplays, the receiver input connections, the measurement marker controls, 
and the frequency counter display. The upper case enntains the dual li ace CRT, the measurement selection con- 
tml.H, the measured value displays, and the electrical length controls and display. The hoxeil characters adja- 
cent to the switches, buttons, and displays are HP-IB* addressing codes used when programming the instrument. 



Block Diagram Elescription 

The source produces leveled KF for the test device and a tracking hxml oscillator signal to ihe receivers. 
Reference (R) and lest |A and B) inputs from the test setup are down-converted to 100 kHz IF frequency lor ap- 
plication to the detectors. This combination of two identical fixed oscillators, which are phase-locked to a com- 
mon reference and offset by 100 kHz, with a YIG-tuned svvepl oscillator provides continuous, very linear 3-V4 
decade frequency sweeps and the precise local oscillator tracking required for narrow bandwidth detection. 
High reliability thiii-film leclinology enables all three input mixers to have closely matched magnitude, phase, 
and delay characteristics with full - 1 1I In - 1 1(1 dBm ilynamic range and greater than 100 dB isolation between 
inputs. 

Transmission and reflection characteristics can be measured simultaneously by using two identical measure- 
ment channels, one for the reference input and one switched between the A and B test inputs on alternate 
sweeps. Completely independeiil magnitude, phase, delay, and polar detectors process the IF to DC levels for 
multiplexing to the CRT display. The electronic line slrelclier allows electrical length of the A and U test signal 
paths to be independently matched to the reference signal path by eliding or subtracting up to 1700 degrees of 
linear phase shift per sweep prior to detection. This technique virtually eliminates the need for mechanical line 
length adjustments and allows direct measiirernaiil of deviation from linear phase. The group delay detector 
provides direct, calibrated measurement regardless of sweej) widlli or sweep rate. 

Frequency, magnitude, phase, and delay are read directly from digital displays by positioning a measurement 
marker to any point on the trace. Frequency at the marker is measured using a new up-down counter which 
rn«asure.s llie local oscillator frequency and subtracts the 100 kHz offset. This terihriiqiie provides up to 100 Hz 
resolution and ±'l cminl accuraty without the need to stop the sweep at the marker. Magnitude, phase, and 
delay values are measured by sampling the selecled detectur outputs at tho marker position. An autoranging 
voltmeter displays the measured value with up to 0.01 dR, 0.1 degree, and 0.1 nanosecond resolution. 



the Hewlett-Packard Interface Bus. is HewIcU-Puukaids implementation of IKFK 4RS. 
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INTRODUCTION 



TEST SETS 



The following test sets are designed especially for use with the 8505. 

For precision transmission tests, or ratio tests using a stan- 
dard device as a reference, the 11 851 A RF Cable Kit and 
11850A (50Q) or 11850B (75Q) Power Splitter provide the 
necessary RF connections and shielding with excellent 
magnitude and phase tracking characteristics over the 8505 fre- 
quency range. The 11850B includes three 50Q to 75Q Model 
1 1 852 A minimum loss pads. 





1 1 850A/B Three-Way Power Splitter 



The 8502A (50Q) or 8502B (75Q) Transmission/Reflection 
Test Set contains a power splitter and directional bridge allow- 
ing simultaneous transmission and reflection measurements. It 
also includes a 0 to 70 dB, 10 dB step attenuator which allows 
control of the incident signal level independent from the 
reference signal level. The 8502B includes one SOS to 75Q 
Model 1 1 852 A minimum loss pad. 




8502A Transmission/Reftection Test Set 
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Transmission and reflection measurements on two port 
devices which require measurement of both forward and 
reverse characteristics can be accomplished easily using the 
8503A [50Q] or 8503B (75Q) S-Parameter Test Set. With this test 
set and included cables, measurement of both forward and 
reverse characteristics can be accomplished without 
disconnecting and reversing the test device. DC bias connec- 
tions for transistor testing are provided. 




8503A S-Parameter Test Set 
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INTRODUCTION 



INTRODUCTORY MEASUREMENT SEQUENCE 

With a basic understanding of the instrument and these tesl sets in mind, follow this typical operating se- 
quence for measuring transmission insertion loss nr gain. Use a bandpass filter or similar device with known 
characteristins. If ynu are not in front of an instrument, use the foldout at the rear of this note to loriHte the con- 
trols. This introductory sequence assumes measurements are made using the H50Z test set, or an 8503 test set 
with the front panel S-PARAMETER SELECT switch set to FORWARD. 

Connect Test Set — See connection diagram. Do not connect the test device. 



8505A 8506A 




Tesi Deviue Tist Device 



Set Signal Levels — Set the INPUT LEVEL ciBiii MAX switch to -- 10- Use the OUTPUT LEVEL dBm and VER- 
NIER to set the approximate signal levels to the test device. (Refer to tho Power Level Measurements sequence 
on page 25 to measure the absolute power, if necessary.) 

Select Measurement — Set CHANNEL 1 INPUT switch to B/R to select transmission, MODE to MAG to select 
magnitude ratio, and SCALE/UIV to tO dB/division, Set CHANNEL 2 MODE and ELECTRICAL LENGTH MODE 
to OFF. 

Set CRT Display — Press to detent REF LINE POSN/BEAM CENTER to display reference line, then use CHI ^ to 
set reference line to desired position, iisiiHlly center screen. Set TRIGGER to AUTO. 

Set Frequency Sweep — Set RANGE MHz to lowest range that includes frequency range of interest. .Set sweeper 
MODE to LIN EXPAND, and WIDTH to START/STOP 1. Now use the FREQUENCY controls below the FRE- 
QUENCY MHz displays to set the end points of the frequency sweep. Read the end points of the frequency sweep 
from the FREQUENCY MHz displays. 

Calibrate — Connect through. Set MARKERS switch to position 1, then use the adjacent vernier to sot upward- 
pointing measurement marker to desired calibration frequency. Press CHANNEL 1 MKR, then press and hold 
ZRO until the iterative zero proc;ess is cnmplele and the trace moves to the reference line. This establishes test 
set response at 0 dB insertion loss or gain. 

Connect Test Device — See connection diagram. 

Read Measured Value — Use the MARKERS I vernier to position the measurement marker to any point on the 
trace. If necessary to position the trace for viewing, use the CHI ^ control or the CHANNEL 1 REF OFFSET but- 
tons (A moves trace up. \7 moves trace down). Reatl the frerpiency at the measurement marker from the FREQ 
COUNTER MHz display. Press the CHANNEL 1 REF button to display value of the reference line, then press 
MKK to display marker displacement from the reference line. The measured value (dB) is the sum nf the REF 
and MKR values. 

The following paragraphs describe the functions of the controls used in these steps in [oore detail. 
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INTRODUCTION 



SET SIGNAL LEVELS 

Set Sweeper Output Level 

The OUTPUT LEVEL attenuator and VERNIER set the 
sweeper output level at the RF connector to any level from + 10 
to — 72 dBm. The sum of the rotary switch and the VERNIER 
setting is the RF output level. ±1 dB. If the OUTPUT controls 
are set to —30 and —6, then the level at the RF connector will 
be -36(±l)dBm. 



OUTPUT 




Set Reference and Test Channels Input Level 

The maximum signal level which can be applied to the R. A. 
or B inputs is either — 1 0 dBm or — 30 dBm depending upon the 
INPUT LEVEL dBm MAX switch setting. If the signal level at 
any input is greater than the switch setting the R. A. or B 
OVERLOAD indicator on the dark panel above the switch will 
light to show that the input signal is near the compression point 
for the input mixer and measurement errors may result. 



INPUT — 

INPUT LEVEL 
dBm MAX 
10 30 



The switch is normally set at the —10 position. When making measurements in which the A or B inputs are 
below about —80 dBm and the R input is below —30 dBm. set the INPUT LEVEL dBm MAX switch to the —30 
position. Selecting — 30 increases the signal level into the detectors (and adds appropriate display compensa- 
tion) thus reducing the magnitude, phase, and delay measurement uncertainties for low signal level 
measurements. 



Signal Level Considerations 

Minimum measurement uncertainty is achieved when the in- 
put levels are near maximum. For example, when the test input 
drops from — 20 dBm to — 1 00 dBm, the magnitude ratio uncer- 
tainty increases from ±0.01 dB to ±4.0 dB. The R, A, and B in- 
puts are identical, each with —10 dBm to —110 dBm of range, 
thus allowing measurements to be made with 100 dB dynamic 
range. But. for best results in ratio measurements, the test input 
should be above —110 dBm for magnitude, —100 dBm for 
phase, and — 90 dBm for delay. 

The reference input level should remain constant for calibra- 
tion and measurement. The test input level at calibration deter- 
mines the gain and insertion loss range available for measure- 
ment without overload or excessive measurement uncertainty. 
Two examples are shown in this chart. Example (1) represents 
calibration levels for a passive device with both reference and 
test inputs at —10 dBm. When calibrated at this level the 8505 
can measure the test device magnitude ratio to over 100 dB in- 
sertion loss. Example (2) represents calibration signal levels 
for an active device. It shows the reference level set to — 1 0 dBm 
and the test channel set to —50 dBm. At these levels the 
magnitude ratio can be measured to 40 dB of gain and to over 
60 dB for insertion loss. 



Example 1 Example 2 




At low signal levels measurement uncertainty is seen as noise on the CRT trace. Select the 1 kHz IF bandwidth 
(the 1 kHz button to the right of the CRT) to reduce the pre-detection bandwidth and improve the signal-to-noise 
ratio into the detectors. Select the VIDEO FILTER to reduce the post-detection bandwidth and thus reduce the 
residual uncertainty caused by detector noise. Slower scan time may be required. 
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INTRODUCTION 



SELECT MEASUREMENT 



The CHANNEL 1 and CHANNEL 2 MODE and INPITT swit- 
ches fnnctirm inHe[iendently Iti selefit the nieasureiiiHiit 
displayed on the CUT. This illustration shows the display for- 
mal and measureineni selected for each combination of MODE 
and INPUT switch settings fnr either channel when the R input 
is the reference, the A input is the reflected, and the li input is 
the li'unHinitted slgiiul. 




MODE 




Fmquisncy — 




• ISO" 
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rr«quenev ► 



Maq/ Ph«t« 
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Complav TrenqmMunn Tnoffinifim 



The MAG, PHASE, and DLY selections use the cartesian display: POLAR MAG and POLAR PHA.SF. use the 
polar format. R, A, and R INPUT po.silions chii indy he selected with MODE in MAG. The MODE switch also 
selects the appropriate db. degrees, microsecond or nanosecond units indicator near the measured value LED 
di.Hplay. The CRT trace is identical for both POLAR MAC and POLAR PHASE selections. In POLAR .MAG the dB 
ratio at the marker is displayed and in POLAR PHA.SE Ihe pha.se angle at the marker is displayed. 



For A)'R and B/R INPU T selections, the CRT trace and Ihe measured value is alway.s pre.seiited as the ratio oI 
the test chmiiiel to the reference channel. 



The SCALEiniV switch uses four scales. The MAG. PHASE, 
and LILY scales set the value per division on Ihe cartesian 
display: the POLAR FULL scale establishes the linear trans- 
mission or rerieclion coefficient value of the polar display outer 
circle. Note that Ihe DLY scale visas additional si:aliiig fa[:iors 
which depend on the RANGE .Mill switch position. 



SCAL F. niv 




As an exercise, connect the RF output diret:lly to one of Ihe R. A, or B input connectors. Set the INPI IT LEV' EL 
dBin MAX switch to - 10. the OUTPU T LEVEL dBm VERNIER In 1 2, and the OUTPUT LEVEL dBm attenuator 
to - 1 n. Rotate Ihe VTIRNIER toward zero and note the setting at which Ihe OVERI.O.AD indicator lights. This is 
the simplest operator check you can make on Ihe suuri:e and receiver. The OVERLOAD iiidicalnr IlgliU at about 
- 1-2 tlR of the INPUT LEVEL switch setting. Make this te.sf at eacli nf the R. A. and B inputs using the - in and, 'nr 
the — 30 input «\vitc:h 



Tn ohR»rv« lh« CRT Ithiih, sett CHANNEI. 1 or CHANNEL 2 to R. A. or B MAC. set SCALK/DIV to 10 dll.'divi- 
sion and repeat the above exercise. If the trace does not appear, hr! the CRT {linjitHy as cleHcrihed on the next 
page. 
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INTRODUCTION 



SET CRT DISPLAY 

Pressing to detent the REF LINE POSN/BEAM CENTER button displays the cartesian reference line or the 
polar beam center during the sweep retrace. Standard controls are used for beam focus, beam intensity, scale il- 
lumination, and trace align. This illustration presents a sequence for setting the cartesian reference line and 
polar beam center positions. 




Depress REF LINE POSN/BEAM CENTER button 
CHANNEL 2 MODE: OFF 
CHANNEL 1: R, MAG 

(Use SCALE/DIV switch or press REF OFFSET to move CRT trace 
away from reference line) 

CHI Y to position reference line 
CHANNEL 1: POLAR MAG 
POL-^ ► and POL y to center beam 
CHANNEL 1 MODE: OFF 
CHANNEL 2: R, MAG 
CH2 y to position reference line 
Press to release REF LINE POSN/BEAM CENTER 
(may be left depressed) 



For the cartesian display, the reference line is the position 
from which SCALE/DIV expands or contracts the trace. The 
value of the reference line is initially zero dB, degrees or 
seconds and the trace is positioned above or below the 
reference line depending upon whether the response 
characteristic is positive or negative. 

The reference line can be set to any position on the CRT at 
any time using the CHI y and CH2 y controls without disturb- 
ing the calibration values. 

To continue the previous exercise, press to detent the REF 
LINE POSN/BEAM CENTER button and move the reference line 
to the center CRT graticule line. Connect the test set, and set 
CHANNEL 1 or CHANNEL 2 INPUT to R. A, or B and set MODE 
to MAG. If the REL indicator near the measured value display is 
lit, press and hold the CLR button until REL goes out |= 2 
seconds at each INPUT position). Read the power at the R, A. 
and B inputs from the CRT display by assuming that the 
reference line is 0 dBm and noting the trace position with 
respect to the reference line. 

For the polar display, reflection and transmission coefficient 
values can be read directly from the polar graticule. For 
magnitude ratio, the beam center position is the point of zero 
reflection coefficient (infinite dB return loss) and zero transmis- 
sion coefficient (infinite dB insertion loss). The outer circle is 
the magnitude ratio reference line, having a linear coefficient 
value corresponding to the SCALE/DIV POLAR FULL selection. 
At POLAR FULL 1 (and zero dB REF OFFSET) the outer circle 
represents a reflection coefficient magnitude of 1 (0 dB return 
loss] and transmission coefficient magnitude of 1 (0 dB insertion 
loss). For phase angle, the zero degrees reference line is the right 
hand intersection of the center line and the concentric circles 
and is scaled from zero to ±180 degrees. 



Scale/Div. 
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INTRODUCTION 



SET FREQUENCY SWEEP 

Frequency sweep is controlled by the RANGE MHz, MODE, and WIDTH switches, RANGE MHz selects the 
frequency range, MODE selects logarithmic or linear full sweep, or the linear expanded sweep selected by 
WIDTH, You can set and store an independent expanded sweep at each of the WIDTH switch START/STOP 1, 
START/STOP 2, and CW±AF positions using the FREQUENCY MHz displays and FREQUENCY controls. To 
familiarize yourself with operation of the sweeper frequency controls, follow this sequence. 



LIN FULL DISPLAY 
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All frsqtMncy markers are shown here; 
actually only the selected markers are displayed. 



Select LOG FULL or LIN FULL and cartesian 
display. Down-pointing markers are displayed ac- 
cording to WIDTH. 

WIDTH to START/STOP 1 . Position markers using 
START and STOP FREQUENCY controls. 

WIDTH to START/STOP 2. Position markers using 
START and STOP FREQUENCY controls. 

WIDTH to CW±AF. Set ±AF markers using ±AF 
FREQUENCY control; center ± AF markers on 
area of interest using CW FREQUENCY control. 
Set MODE to LIN EXPAND and select scan 
using WIDTH. FREQUENCY controls are 
operative in all WIDTH positions except ALT. 



LIN EXPAND 




In LOG FULL, the full selected frequency range is swept with a logarithmic frequency axis. (The log sweep 
end points are identified above the RANGE MHz switch and log frequency graticule overlays are available.) LIN 
FULL .selects a linear sweep of the full selected frequency range (500 kHz to 13, 130, or 1300 MHz). In the full 
sweep modes selecting one of the .START/STOP or CW± AF places two down-pointing frequency markers on the 
CRT trace to identify the^Sweep end points. The FREQUENCY controls position these markers: each adjacent 
VERNIER provides fine adjustment but does not change the FREQUENCY MHz displays. 

For ALT. CHANNEL 1 displays the START/STOP 1 sweep and CHANNEL 2 displays the START/STOP 2 
sweep. The FREQUENCY MHz displays and the FREQ COUNTER MHz display readings apply to the 
START/STOP 1 sweep unless CHANNEL 1 is off. in which case the readings apply to the CHANNEL 2 sweep. For 
CW. the frequency counter measures the actual CW frequencv and displays it using the left-hand six-dieil FRE- 
QUENCY MHz display. .6 B 

In START/STOP and CW±AF the FREQUENCY MHz displays do not have counter accuracy and thus should 
not be used for other than setting approximate frequency sweep widths. Residual FM performance is improved 
in the lower RANGE MHz settings, so select the lowest setting which includes the frequency range of interest for 
your measurement. The frequency controls can be .set so that the start frequency is above the stop frequency, 
but degraded sweep linearity will reduce the accuracy of the measured frequency and group delay values. 

Set Sweep Time 

Time for a complete sweep of the selected frequency range is selected by the SCAN TIME SEC switch and ad- 
jacent VERNIER. Select the fastest sweep time then decrease until there is no distortion of the test device 
response. The vernier allows continuous adjustment within the selected range. 



9 



TNTROni ICTION 



READ MEASURED VALUE 



The gftrmrHl seqvienre tn read the measured veliie ai a par- 
ticular point on the CK I’ trace is as follows. 





Measured Value Display 



Use REF OFFSET buttons and SCALE/DIV switch to position CRT trace on the screen. 

Select one of the five measurement markers using ttie MARKERS switch, then position the marker 
on the CRT trace at the point to be measured using the adjacent numbered vernier 

Read the frequency at the measurement marker from the FREQ COUNTER MHz display. 



Press REF button and read the vakie of the reference line Press MKR button and read the marker 
displacement from the reference line. Add the REF and MKR values to obtain the measured value at 
the measurement marker 



RI F and MICR Value Display Modes 

When the REF button is pressed, the measured value display shows Uie value assigned to die reference line. When tlie 
MKR hiiltnri is j)ressHd the measured value display shows the displacement of the selected measurement marker from 
the reference line. The magnitude, phase, or delay value at any point on the (JKT trace is then: 

REF value + MKR value — Measured Value 

If Rhih’ OFh'SET has not been used to position trace, REF will equal zero and the MKR value alone represents the 
measured value. 



REF' 01'’FSE1' 

Pressing any REF OFFSET button increments the reference 
line value for that channel, thus moving the CRT trace in rela- 
tion to the reference line. Holding a REF OFFSET hiillon presseti 
increments the associated LEU numeral at the rate of about two 
digits per second. Momentarily pressing the CLR button resets 
the reference line value for that channel to zero. 




There is no accuracy advantage in moving the CRT trace closer to the reference line to make the measure- 
ment. Ill fact, the MKR value is correct even when the CRT trace and the measurement marker are positioned 
off screen. However, when the SCAI.E/DIV switch is at one of the four righl-haiid po.silinns and the REE or MKR 
value is less than about 8 dD. 00 degrees, or 8 delay units, the displayed KEF or MKK value gains an additional 
decimal digit of resolution. To see this change, select MKR mode, move SCALE/DIV to one of the four right-hand 
positions, and use REF OFFSET to move the CRT trace toward and away from tlie reference line. 



U) 



INTROULICTION 



Using REF OFFSET, tho magnitude, phase, and delay trace positions can be set independently. The REF value 
is stored in six independent Reference Offset registers: three for each channel, one for each of the MAC, PHASE, 
and Dl.Y seleetinns. [The POT..AR MAG position shares the same RefHrHot:e Off.set register as the MAG position 
and POLAR PHASE shares the PHASE register.) 



Frequency Counter 

Tim FREQ COUNTER MHz display indicates tlie freniieiicy in 
MIIk at the selected measurement marker in all sweep modes 
except CW. In CW, tho counter uses the Icft-hond FREQUENCY 
MHz display to indicale Ihe CW fretjnency. 

Resolution of the FREQ COUNTER MHz display is controlled 
by RANGE MHz and .SCAN TIME SEC selections. .Slow sweep 
times allow greater counter resolution, shift one or more digits 
off the left of the display and cause the display OVERFLOW in- 
dicator to light. To obtain six digit counter resolution, move 
SCAN TIME SEC to a faster sweep position to iospect the most 
significant digits, then to a slower sweep position to inspect the 
least siginfioai]t digits. 

When the MARKERS rotary switch is moved to positions 2 
through 5, all lower numbered markers are displayed on Ihe 
CRT trace pointing down. The selected measurement marker 
points up. 



FRh(f CnUNl tH MMi 






■® ® ■ 

® ® 



Polar Display 

The CRT trace is the same for both POLAR MAG and POLAR 
PHASE selections. The measured value disi)lHy rends llie 
magnitude ratio at the measurement marker in POLAR MAG 
and the phase angle at the measurement marker in POLAR 
PHASE. 

For POLAR MAG, the displayed measured value is the same 
dB ratio as indicated f<ir the MAG selHctiuri. Tlie iiiHgiiitude 
part of the linear coefficient can be read from the concentric 
circles of the polar graticule, or calculated using the REF d- 
MKR dB value and the HP Reflectumeler CalculHlor (HP p/n 
5952-0948) or the following equation: 



MAG Phase 



MAGNITUDE 




PHASE 




T or p 



Mftafiiirftd Value 

in” where D= 

20 



Where t and p rejireseiit the magnitude part of the linear transmission or reflection coefficient, lespectivelvj 
and Measured Value (dB) represents the REF + MKR value. For example if the RF.F f MKR value is 1 5 HR, Ihe 
magnitude part of the linear coefficient is 0.1 78. 

The phase value of the linear coefficient, ^4- is read from the radio! Lines of the polar graticule, or by selecting 
POLAR PHASE and reading the REF + MKR value from the measured value disjilay. 
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INTROUUCTION 



CALIBRATE 

MetiSureititiiilh on a lest devir« are made relative to a measurement standard with known response 
characteristics. Calibration establishes the offsets required to obtain a correct measured value for the measure' 
ment standard using the same test set-up as will be used for measurements on the test device. 

The calibration standard for transmission measurements is a “through” conneclion fcoiiiiect the points at 
which the test device will be connected]. Complete tiaiisiiii.s.siori calibration sets the magnitude ratio between 
llie irariHiiiillHil and reference signals to unity (O dB), equalises any electrical length difference between liie 
transmitted and reference signal paths, sets the phase to zero degrees, and the grouj) delay lo /em ser.onds. This 
establishes the transmission coefficient of the test set-up as 1 with zero seconds group delay, the theoretical 
value for a zeru-lengtii transinissinn line. 

The calibration standard for reflection measurements is normally a sliorl circuit connected at the measure- 
ment plane (the point at which the test device will be conriHcteri). Complete reflection calibration sets the 
magiiilude ratio l^Htweeri the reflected and reference signals to unity (0 dB), equalizes any electrical Icrigth dif- 
ference between the reflected and reference signal paths, and sets the phase to 180 degrees. This estahlishes the 
reflection coefficient of the test set os 180*. the theoretical value for a short circuit. 

Calibration values are stored in indepeiuleii! Sl4jrHtl Referencie Offset registers, one for each measurement 
category. Thus» you can perform calibration for transmission and reflection magnitude, phase, and delay in se- 
quence prior to measurement. Calibration values are shared by CHANNEL 1 and CHANNEL 2 so calibration us- 
ing one measiiremenl clmiiiiel serve.s for both. Also, calibration values for magnitude and phase are shared by 
the cartesian and poJafdisplay modes so calibration using one display mode serves for both. Calibration values 
remain stored for as long as power is applied to the instrument or until manually cleared or (^hanged. 

ZRO hiilloriH for CHANNEL 1 and CHANNET. 2 provide the magnitude, phase, and delay calibration function. 
Operation of the ZRO button depends upon the MKR or Rbf'’ display mode selection. The MKR, ZRO sequence is 
used to establish a zero reference, as tor magnitude, IraiismiHHiun pliHse, and delay calibrations. MKR, ZRO 
stores Ibe offset retjuired to move the measurement marker and trace to the reference line. The REF, ZRO se- 
quence is used to establish a non-zero reference, as for the -I- or — 180 degree phase offset required for reflec- 
tion phase calibration. 

The REL indicator above the display lights to show that a calibration offset is stored and that the measured 
value is relative to the calibration standard. Pressing and huliliiig CT.R for about one second clears the stored 
calibraliun and extinguishes the REL indicator. 
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INTRODUCTION 



MKR,ZRO 

Tu calibialK using MKR, ZRO, hbIhc.I ths measurement mode, select MKR, then press and hold ZKU until the 
iterative process which moves the marker to the reference line and zeros the measured value display is com- 
plete (2 or 3 sweeps). Now the measurement marker is positioned on the reference line and the MKR and REF 
values are both zero. The process assigns the relereiicu line the value r>f zero, then stores the offset required to 
move the measurement marker to the reference line. This is an example of MKR. ZRU operation for magnitude 
calibration using a simple transmission test set with a through connection. 




B/R dB magnitude ratio: 

= BdBm -RdBm 
= -6 dBm - (-18 dBm) 
- +12dB 



B/R, MAG measured value: 

= B/RdB — Stored calibration 
reference offset. 



Before calibration: 

= -M2dB - 0.00 
- +12dB 

After MKR, ZRO calibration: 

= t 12dB - (4 13) 
= 0.00 dB 



Calibration should be accomplished at higher than or equal to the resolution at which the measurement is to 
be made. Thus, if high resolution measurements are made, calibration should ])rucued as a twn-step process. 
First set .RCAl.F/DIV to one of the four left-hand ])nsitinns. press MKR, then hold ZRO pressed until the display i.s 
zero. Now move SCALE/UIV to one of the four right-hand (high ro.solution) positions and hold ZRO presseil until 
the display is zero again. Notice that the display decimal point muve.s one digit in ilia left during the second step. 

Offset values in the calibration registers cannot be displayed. It is not necessary to examine the calibration 
value following calihrali4>ii because llie value uTily represents the offset value necessary to remove the test set 
losses and offsets from the measurement. The absolute value of the measurement is the sum of the calibration 
offset value, the KHF value, and the MKR value, but the instrument automaUcnlly subtracts the calibration 
value from the measurement and the test device response cliaraclerislii: is ruprusenled by the MKR + REF value 
alone. 

Each time ZRO is pressed, a new calibration offset is stored. Thus, lor exuuq>le, if the measurement marker is 
not at the correct calibration frequency the first time ZRO is pressed, the marker can be moved and ZRO 
pressed again. Normolly. use ZRU only at calibration. CLR can be pressed momentarily to clear the displayed 
REF valiJtt. hul liulding it for nboiil oiik hhiiotkI will clurtr the calibrntion offset value. Pressing and holding CLR 
until the REL indicator goes out will make re-calibration necessary. 
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INTRODUCTION 



SET ELECTRICAL LENGTH 

Electrical length is equal in the reference and test signal paths when the linear insertion phase response does 
not vary (is constant) over the frequency sweep of interest. Constant insertion phase is identified by a flat trace 
in a cartesian measurement, or a small cluster in a polar measurement. 



Reference Phase Polar Phase Referent* Phase Polar Phase 




Equal Electrical Length. Phase relationship constant with frequency. Unequal Electrical Length. Phase relationship shows iinear variation 

On the ELECTRICAL LENGTH part of the control panel, IN- 
PUT selects display of the electrical length added to or sub- 
tracted from the reference signal path to equalize the A or B test 
signal path. There are two Electrical Length Offset registers, one 
for A and one for B. The LENGTH pushbuttons increment the 
register selected by INPUT, allowing independent equalization 
of the two test signal paths. Momentarily pressing the CLR but- 
ton sets the selected register and display to zero. The A and B 
VERNIERS allow fine length adjustment without changing the 
LENGTH display or the value stored in the A or B electrical 
length register. Setting MODE to OFF removes the line length 
equalization for the test signal path selected by INPUT. Move 
the INPUT switch to the other position to deselect length for 
both channels. 

The MODE switch selects the units for electrical length. When MODE is set to xl and xlO, electrical length is 
introduced in units of meters or centimeters of equivalent air line as shown by the m or cm indicator above the 
display. When MODE Is set to PHASE xlO°/SCAN, ten times the displayed degrees of phase shift is introduced 
over the selected frequency sweep. The linear insertion phase added or subtracted is zero at the beginning of the 
frequency sweep, increasing linearly to ten times the display degrees at the end of the sweep. This degrees/scan 
mode allows greater range than the xl or xlO MODE selection and is usually required for devices with long elec- 
trical length. 

In the PHASE xlO°/SCAN MODE, equivalent electrical length can be calculated from the displayed value us- 
ing the following computation, 

electrical length (meters) = phase change (degrees) ^ 3 x 1 0- meters/sec 

sweep width (Hertz) 360 degrees/cycle 

_ display value x (lo) 
sweep width (MHz) x 1.2 

where display value represents the ELECTRICAL LENGTH display reading, and sweep width represents the 
total selected frequency sweep in MHz. For example, if it is necessary to add -I- 1350 degrees to flatten the phase 
response trace and the frequency sweep is from 1100 to 1110 MHz, the equivalent electrical length compensa- 
tion is: 

, , -1-1350 

(meters) = = -I- 112.50 meters 

( 1110 - 1100 ) 1.2 

Electrical length calibration is accomplished by selecting the A or B input, equalizing the electrical length 
with the calibration standard connected, then pressii^ the ELECTRICAL LENGTH ZRO button. The displayed 
value is stored in the selected Stored Electrical Length register as the calibration electrical length offset, and the 
display is set to zero. The REL indicator lights to indicate that a non-zero calibration value is stored and that the 
display value is relative to the calibration value. Press and hold CLR until the REL light goes out to reset the 
stored calibration value to zero. Each time ZRO is pressed, the displayed value is added to the stored calibration 
value. 



with frequency. 
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TRANSMISSION MEASUREMENTS 



This section describes trensmission insertion loss and gain, insertion phase, electrical length, deviaticjn from 
linear phase, and group delay measurements. These measurenieiils are described individually, each with 
separate setup, calibration, and measurenienl serpiences. For a generalized calibration sequence for all 
transmission measurements, refer to the S-Parameter Measurements, General Calibration SequHricK. Relow is a 
diagram of transmission test connections using the 8502 TransmisHiun/Reflectinn Test Set. 




Connections to the test set and test device are made ii.‘<ing the i^aiiles supplied in the 11851A Cable Kit. The 
test device input ]n»rt is connected to the 0502 front panel TEST connector. For transmission calibration, the 
cable which connects to the device output is connected to the 8502 TEST output. Whatever t:onfigiiratiuii is 
used, all cables, adapters, and fixtures required for the measiirenien! should also be used for calibration. 
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TRANSMISSION MEASUREMENTS 



INSERTION LOSS AND GAIN 

This sequence lists the stops for a typical insertion loss or gain measurement. 



SETUP 



Set signal levels 
Set frequency sweep 
Set CRT display 

MARKERS: 1 , position measurement marker so FREQ COUNTER MHz reads desired 
calibration frequency. 



CALIBRATION 

Connect through. 

CHANNEL 1 : 

B/R, MAG, 10 dB/divIsion, 

MKR, ZRO (hold until display zero). ^ 

MEASUREMENT 




Connect lest device, MKR. ZRO moves marker to reference line. 

Position measurement marker to read magnitude ratio 
(MKR + REF) and frequency. 



Calibration for insertion loss and gain measurement sets the magnitude ratio between the transmifterl and 
reference signals to zero dB with the through connection. After connecting the test device, a negative measured 
value indicates inserlion loss; a positive measured value indicates gain. Take core to choose signal levels to 
achieve maximum dynamic range (see page 6). 

This figure shows a display of the magnitude ratio response of a bandpass filter. The measurement marker is 
positioned to the minimum insertion loss ])uint in the passband. For this measurement no REF OFFSET has been 
oddod (the 0 dB reference line is positioned at the top graticule using CHI ^ or CHz *) so the displayed MKR 
valuK represents the insertion loss. 




Relative Measurements 

To measure the difference between two points on the trace, select MKR display mode, position the measore- 
rriKiil marker to ilia firal point, add or subtract REF OFFSET to make the MKR reading zero, then move the 
marker to the second point. The MKR reading at the second jinirU represents tlie dilTerence between the two 
points. Calibration is retained using this sequence and the measured value always represents the sum of the REF 
and MKR val lies al any point. 
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TRANS^ffSSION MEASURliMENTfei 



'J'he same operation can be performed without preserving ihe original calibration value by positioning the 
marker to the first point, pressing MKR then ZRO (hold until display zero), the moving the marker to the senoiul 
point. tLsiiig llji.s sequence, a new calibration value is stored and all further measured value readings (REF + 
MKR) will be relative to the first point instead of the original calibration value. 

Thus, both sequences arc equivalent, but the first sequence relaiEis the original calibration value. These se- 
quences can also be used lor inagiiiliidH, phase, and delay measurements. 



."l dB Frequencies 

For example, the iiiserhon loss or gain measurement sequence can be extended to measure the 3 dB points of 
the filter. 



SCALE/DIV: 1 dB/diuision. 

Set frequency sweep to center the passband trace with 3 db points visible. 

Position measurement marker to center of passband or minimum Insertion loss point. 
MKR, then use REF OFESET so MKR value is zero 
Move marker so MKR value is - 3.00 dB 
Read frequency from FREQ COUNTER MHz. 

Move marker to other 3 dB point and read frequency. 

CLR (momentarily) to remove REF OFFSET. 



Be sure to press CLR momentarily; if lield for more than about one second, the KKL light will go out indicating 
that the stored calibration offset has been cleared and recalibration is necessary. ■ 



Gain Compression 

A sequence similar to that above can be used to measure the 1 dB gain cumpressiun uutput puwer. 



Position measurement marker to trequency of interest 

OUTPUT LEVEL dBm and VERNIER to increase incident power level until magnitude ratio begins to 
decrease. 

MKR, then use REF OFFSET so MKR value is zero, 
increase Incident power until MKR value is - 1 dB. 



The amplifier output level can he esliitiaiad by summing the amplifier gain and sweeper output power, then 
sut)lia(;liny lest .set transmission loss. A more precise mcasuremont can be made by connecting the test device 
output directly to the U input and measuring the absolute power level liy seleeliiig R, MAG (.see piige ZS). 
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TRANSMISSION MEASUREMENTS 



INSERTION PHASE 

This sequence lists the steps for a typical insertion pliase ineHsiirement. 



SETUP 

Set signal levels 
Set frequency sweep. 

Set CRT display 

MARKERS; 1 , position mea.snrement marker so FREQ COUNTER MtHz reads desired 
calibratirjn frequency. 

CALIBRATION 
Connect through. 

CHANNEL 1 : 

B.tR, PHASE, 90 degrees/divisior. 

ELECTRICAL LENGTH: 

B, MODE as required (usually xl or x1 0), 

CLR if REL lighted, 

LENGTH AND VERNIER B for flat response 4 
CHANNEL 1 . 

MKR, ZRO (hold until display zero). 

MEASUREMENT 
Connect test device. 

Electrical length MODE {and sweep width if PHASE x1 O'^/SCAN selected) same as calibration. 
Position measurement marker to read insertion phase (MKR + REF) and Irequency. 




Center marker, press MKR, then press and hold 
CHANNEL 1 ZRO while adjustinn LFNQTH 



Ttii.s iigiim shows h liandjiasK filter insertion phase. The 
8505A phase measurement range is +180 to —180 degrees, and 
the vortical lino represents the transition between these values. 
Tliu.s, tile Iraee hetweeri any two of these transition lines 
represents 360 degrees of phase shift. 




1 o illustrate the display format, determine the total phase shift for the selected sweep width os follows: Posi- 
tion the measurement marker as far to the left as possible before the FREQ COUNTER MHz display blanks. 
Read llie [)hase value ( \ 1 [)()“ in ihis exarnijlH] aral determine ihe total number of degrees before the first transi- 
tion trace (100 + 1 80] Next count the second and following transition traces and multiply by 3G0 [2 x 360). Now 
determine the number nf degrees from the last transition trace to the right edge of the screen (180 + 60). Tiie 
Mj[[i ol lliese vi-ilue.s lepreserils ihe^ lolal phase shift over the frequRiiuy swee[). 

(100 + 180] + (3x360) + (180 + 60] ^ lOOtU 

When the transmiltcd signal is below the noise floor for insertion phase mea.s;iirfimfints the URT trace iiRiially 
leails zero degrees. 
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TRANSMISSION MEASUREMENTS 



ELECTRICAL LENGTH 

This sequence lists the sleps fur h typical meaKurement of equivalent electrical length, 



SETUP 

Set signal levets, 

Set frequency sweep. 

Set CRT display. 

CALIBRATION 
Connect through 
CHANNEL 1 : 

B/R, PHASE, 90 degrees/division 
ELECTRICAL LENGTH: 

B, MODE as required (usually PHASE x1 0"/SCAN) 

CLRif REL lighted, 

LENGTH and VERNIER B for flat response, 4 
ZRO. 

MEASUREMENT 
Connect test device 
Electrical length MODE (and sweep width if PHASE x1 0°/SCAN selected 
must be same as calibration. 

ELECTRICAL LENGTH: 

LENGTH for flaf response over frequency range of interest. If MODE set to xf or x1 0 read 
equivalent electrical length of test device from ELECTRICAL LENGTH display, or, if MODE 
set to PHASE X 1 0°fSCAN, calculate equivalent electrical length of test device using 

, display value x 1 0 

meters = 

sweep width (MHz) x f 2 




Center marker, press MKR. then press and hold 
CHAMNFL 1 7R0 while arijuEtinp LEtVGTH. 



This measurement determines the linear insertion phase required to equalize the electrical length of the 
reference end test t;hemtelH with the test device IttHtelleri. Note that If PHASE xtt)‘'/SCAN is eelertted the sweep 
width cannot be changed without affecting the catibration; if xl or xlO fs selected, changing sweep width does 
not affect calibration. To avoid the electrical length calculation required when the PHASE xlO°/SCAN mode is 
selected, measure electrical length with a frequency sweep width of 8.333 MHz. With this sweep width, llte 
ELECTRICAL I..ENGTH display reads the length in centimeters directly. 

The wide range of the electrical length controls allow great latitude in the test setup, but you should recognize 
the limitations. For best accuracy in phase and electrical length measurements the maximum values listed 
belnw for eleritrinal length shnuld nut be exceeded . 



ELECTRICAL 
LENGTH MODE 


RANGE MHz | 


0.5-13 


0,5-130 


0.5-1300 


Xl 


±19.9 m 


±1.99 m 


±1 9.9 t;m 


XlO 


±100m 


±10.0 m 


±100 cm 


PHASE X10-/SCAN 


±1700° 


±1700° 


±1700° 



The values represent the sum of the calibration value and any length added during the measurement. Above 
these values insertion phase liuearily is degraded. 
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TRANSMISSION MEASUREMENTS 



DEVIATION FROM LINEAR PHASE 

This sequence lists the steps for a typical measurement of deviation from linear phase. 



SETUP 

Set signal levels. 

Set frequency sweep. 

Set CRT display. 

CALIBRATION 
Connect through. 

CHANNEL 1 : 

B/R, PHASE, 90 degrees/divislon. 

ELECTRICAL LENGTH: 

B, MODE as required (usually PHASE xl 0“/SCAN), 
CLR if REL lighted, 

LENGTH AND VERNIER B for flat response. ^ 
MEASUREMENT 




Center marker, press MKR, then press and hold 
CHANNEL 1 ZRO while adjusling LENGTH. 



Connect test device. 

Electrical length MODE (and sweep width if PHASE xl 0°/SCAN selected) must be same as 
calibration. 

ELECTRICAL LENGTH: 

LENGTH and VERNIER B for flat phase response in frequency range of interest. 

Position measurement marker to read phase deviation. 



Measuring deviation from linoar phase is an alternative to measuring group delay made possible by the range 
of the 8505 electronic line stretcher. Insertio!] jilinse consists of two coraponents, linear and non-linear. Uevia- 
tion from linear phase is a measure of the non-linear component of insertion ptiH.se. By compensating for the 
linear insertion pliase cortipoiietil using the electrical length controls, the deviation from linear phase over the 
frequency sweep can be measured directly. Compared to grouji ileloy. deviation from linear phase is a fun- 
daiiiental measurement because delay is the derivative of phase change with frequency. Also, greater ptiase .sen- 
sitivity allows a greater dytiamic range tliaii group delay measurements, and deviation from linear phase will 
produce greater detail in areas where the ptia.se response changes rapidly over a small frequency change. 

'This figure shows how introducing linear insertion [tliase (elHclrical length) allows determination of non- 
linear insertion phase. 




Note that the same maximum electrical length consideration.s as for itie electrical length measurements (page 
19) must be observed, if the network exhibits large phase changes with frequency, reduce the sweep width and 
make a series of iiieHsiiretnecils over the frequency range of interest. This example shows the deviation from 
linear phase of a bandpass filter with markers at the 3 dB frequencies. Even if tlie nel work inii.st lie specified in 
lenos of group delay, the deviation from linear phase measurement serves as a good check of the actual phase 
response. Using the dual-trace capability of the H5(I.5A. ixmipHre deviation from linear phase with the network 
group delay as described on the next page. 
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GROUP DELAY 

This sequence lists the sleps fur h ty[nnal group delay measurement. 



TRANSMISSION MEASUREMENTS 



SETUP 



Set signal levels. 

Set frequency sweep. 

Set CRT display. 

MARKERS: 1 , position measurement marker so FREQ COUNTER MHz reads desired 
calibration frequency. 

CALIBRATION 



Connect through. 

CHANNEL 1: 

B/R, DLY, 1 00 nanoseconds/division, 

MKR, ZRO (hold until display zero). ^ 

MEASUREMENT 
Connect test device. 

Position measurement marker to read group delay 
(MKR REF) and frequency. 




M KR , ZRO moves marker to reference line , 



A device with no phase distortion jiresentR a linear insertion phase characteristic. Croup delay will thus ap- 
pear as a tlat horizontal line. This figure shows that group delay varies as a function of trequeiK;y when the test 
device exhibits deviation from linear phasc- 




With slow sweep times or narrow trequeiicy sweeps the instrument switches from the continuous mode to a 
sample^mode in order to maintHiii ihe best signal-to-noise ratio for the measurement. Maximmii sample rate is 
1000 samples per second. If the test device bandwidth will permit fast sweeps, incTease the sweep speed until 
the instrument switches to the analog mode, then slow Itie sweeji speed until just before the switch to sampling. 
If not. slow to ^ 1 scc/sweep and use ttie sample mode with video filtering. 




Continuojs Mod«, Fgr best accuracy Sample Mode Fast sweep means o small Sample Mode For best accuracy slow 

slow sweep until just before samplinn number of large Gamples. to less than one second per sweep 



TliK iiiHxirniiTn group delay which can be displayed depends upon ttie RANGE MH?. selection as follows; 
0,5-13, ±80 microseconds: 0.5-130, ±8 microseconds; and 0.5-1300, ±G00 nanoseconds and is the sum of the 
calibration offset value and the actual measured value. 
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REFLECTION MEASUREMENTS 



This section describes reliim loss and reflection coefficient rneHsiireuieiits, These nneasurements are describ- 
ed individually, each with separate seliip, calibration, and measurement sequenoHs. For a generalized calibra- 
tion sequence for all reflection measurements, refer In the S-Parametor Measurements, General Calibration Se- 
quence. Below is a diagram of reflection test connections using the as()2 T ransmission/Rcfleclion Test Set. 



S50SA 




A A 




Connections to the test set and test device are made using the cables supplied in the 11 851 A Cable Kit. The 
test device input jinrl is connected to the 8502 front panel TEST connectnr. For reflection calibration, connect 
the short circuit at the same poini to which the test device will be connected. Whatever configuration is used, all 
cables, adapters, and fixtures required for the measurement should also be used during calibration. 
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REFLECTION MEASUREMENTS 



RETURN LOSS 

ThiH sHqiiHnre lists the steps for a typical return loss measurement. 



SETUP 

Set signal levels. 

Set frequency sweep. 

Set CRT display, 

MARKERS: 1 , position measurement marker so FREO COUNTER MHz reads desired 
calibration frequency 

CALIBRATION 

Connect short. 

CHANNEL 1 : 

A/R, MAG, 1 0 dB/division, 

MKR, ZRO (hold until display zero). ^ 

MEASUREMENT 

Connect test device. MKP. ZRO moves marker to reference line, 

Position measurement marker to read magnitude ratio 
(MKR + REF) and frequency. 




Calibration for return Joss sets the magnitude ratio helween 
the reflected and referenr.:e signals tn zero dB with the short cir- 
cuit. After connecting the test device a negative value indicates 
that the reflected signal inagiiilude is le.ss lliaii the reference 
signal magnitude. 



This figure shows a display of the return loss ol a bandpass 
filter. The nieasureiiieiil iiLmker is positioned lo llie iiniiiiniim 
return loss point in the passband. The 0 dB reference line is set 
to the center graticule using CHI ^ or CH2 $ and no REF OFF' 
SET has been added, so the absolute value of llie MKR reading 
is the return loss measured value. 




.Standing wave ratio. SWR, can be calculaled from the [elum h)Hs riiHHsured value using the HP Reflectometer 
Calculator or these equations: 



p = 10^' 



where D = 



measured value [dB| 
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SWR 



1 +P 
1 -P 



For example, if the measured magnitude ratio is -30dB, p i.s U.032 and lli« .SWR is 1 .07. 



REFLECTION MEASUREMENTS 



REFLECTION COEFFICIENT 

This sequence lists the steps for a typical reflection coefficient measurement. 



SETUP 

Set signal levels. 

Set frequency sweep. 

Set CRT display, polar beam center. 

MARKERS: 1 , position measurement marker so FREQ 
COUNTER MHz reads desired calibration frequency. 

CALIBRATION 



Connect short 
CHANNEL 1 : 

A/R, POLAR MAG. POLAR FULL 1 , 

MKR.ZRO (hold until display zero), ^ 
ELECTRICAL LENGTH: 

A, MODE as required (usually x1 or x1 0), CLR if REL 
lighted, LENGTH and VERNIER Attjr smallest cluster 
CHANNEL 1 : 

POLAR PHASE. 

MKR, ZRO (hold until display zero). ^ 

REF, 

REF OFFSET so display reads +1 80 degrees, 

ZRO, M 

MKR. ^ 

MEASUREMENT 



Connect test device. 

Electrical length MODE (and sweep width if PHASE 
x1 0”/SCAN selected) same as calibration. 

Read pz. ^ at any point from polar display or: 
POLAR MAG, 

Position measurement markers to read magnitude 
ratio (MKR + REF) and frequency. 

Calculate p using 



P 



10° where D 



return loss |dB) 
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POLAR PHASE, 

Read f value (MKR + REF). 




MKR, ZRO moves marker to outer circle 





MKR, ZRO moves marker to zero degrees 
reference line 




REF OFFSET and REF ZRO moves marker to 
±180 degrees. 



Press Twice 
-- - REl\ui-FiCT — 



0 



\ 



Impedance — Using Smith Chart 

Impedajice can be read directly from the polar display reflec- 
tion coefficient by installing a Smith chart nverlay. Smith chart 
overlays are supplied with the 8505 in four versions, 3.16, 1.0, 

0. 5, 0.2, and 0.1 full scale linear coefficient value of the outer 
circle. Far the 3.16 full scale version use REF OFFSET to set the 
REF value to + 10 dB in POLAR MAC and select POLAR FULL 

1 . For the ulher overlays, set the REF value to zero and select the 
POLAR FULL value corresponding to the full scale value of the 
Smith Chart. 



MKR (te MKR Ub.(a FREQ COUN7E R MHi 
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POWER LEVEL MEASUREMENTS 



With the INPUT switch set to R, A, or B and the MODE switch set to MAG. the 8505 measures the absolute 
power level in dBm at the R, A, or B iiipiil. Some applications for this capability arc: measuring and setting ac- 
tual reference, reflected and transmitted signal levels into the R, A, and B inputs prior to calibration; verifying 
signal levels at various points in the test setup including actual incident and transmitted power; and direct 
measurement of losses in the test set, cHhle.s, and fixtures. 



R.A, orB, MAG 

CLR (hold for 2 sec if REL lighted). 

SCALE/DIV and REF OFFSET to position trace. 

Position measurement marker to read measured dBm value (MKR-t-REF) 
If desired, convert dBm to mW using 

dBm 

10 

mW = 10 



The dBm difference between an R, MAG and a R, MAG measurement may not be idcnticaf to the B/R, MAG 
measured value. The 8505A measures ratio values (A/R, B/R) with greater accuracy than absolute power. 
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S-PARAMETER MEASUREMENTS 



Using the HFiOIjA S-Parameter Test Set with the 8505A you 
can measure both forward and reverse transmission and reflec- 
tion characteristics without [liscuimecliiig the lest device. Thi.s 
illustration shows a typical 8505A/8503A installation. Use the 
19 cm l ypo N cables supplied with the 8503A to connect RF. R. 
A. and B on the fl505A and ShlKlA front jjanels. 

Be sure to connect the supplied test set iiiterconneetion cable 
lielween llie TFST SF.T TNTF.R-CONN connector on the 

rear nf the signal processor and the SIGNAL PKOCLSSOR 
INTLK-CONNLCT connector on the rear of the 6503A lest set. 



The 6503A front panel FORWARU/REVEKSE control switches the incident RF to Port 1 for FORWARD or Port 
2 for reverse. These illiislral ions sfiovv the fiinctiniis of ifie R, A, and R connections in FORWARD and 

REVERSE. 





R 




Reverse. Incident wave at Port 2, 



With thfise mnnections, iVie forward (input) and reverse (output) parameters as follows: 

FORWARD 

5 21 = B/R = Forward Transmission Coefficient 

Sii “ A/K = Input Reflection Coefficient 

REVERSE 

S ,2 - A/R - Reverse Transmission Coefficient 

5 22 “ B/R “ Output Reflection Coefficient 

Thus, the forward calibrations and measurements arc mode in exactly the same way as tlesiirilied in the 
jirevimis Trausmi-ssion end Reflection Measurements sections. For reverse measurements the 8505 A and U in- 
puts exchange transmission and reflection functions. 

Connecting ihe 8503A test set rear panel intercxuieclioii i;ahle In Iho 8505A signal processor enables a second 
sHl of Reference Offset, Stored Reference Offset. Electrical Length Offset, and Stored Electrical Length Offset 
registers, allowing independent storage of forward and reverse magnitude, phase, delay, and ele[:lrii:al length 
calibrations. 
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S-PARAMETER MEASUREMENTS 



Coiiiim;li()iis lo the test device should be made using the 118,'i7A Test Port Extension Cables or with the 
11HDHA Transistor Fixture. As shown in the following illustrations, you may connect the test device directly to 
the 8S03A Port 1 or Port 2. Using two cables balances the electrical length of the test set up. Connecting the 
device directly In I lie HSIltiA port may reduce reflection errors at one port by reducing cable and adapter reflec- 
linns. Whatever configuration is used, all cables, adapters, and fixtures, required to make the rneasuremeril 
should also he used during calibralioii. 



Two Cable Svsiem 



Oi^a Cable System 






S-PARAMETER MEASUREMENTS 



GENERAL CALIBRATION SEQUENCE 

when testing most two port test devices il will jirotidijly lie rrnisl convenient to perform complete forward and 
reverse IrnrisTTiission and reflection calibrations at one time. This sequence lists the steps tor complete forward 
and reverse transmission and reflection calibration for nil measurements. 



SETUP 

Set signal levels. 

Set frequency sweep. 

Set CRT display; polar beam center. 

MARKERS: 1 , position measurement marker so FREQ 
COUNTER MHz reads desired calibration frequency. 



FORWARD TRANSMISSION; S,, . Electrical Length, 
and Group Delay 
Select 8503 FORWARD 
Connect through. 

CHANNEL 1 : 

B/R, POLAR MAG. POLAR FULL 1 , ^ 

MKR, ZRO (hold until display zero). 
ELECTRICAL LENGTH; 

B, MODE as required, 

CLR If REL lighted, 

LENGTH and VERNIER B for smallest cluster, 
ZRO. 

CHANNEL 1 
POLAR PHASE, 

ZRO (hold until display zero) , 

DLY, 

ZRO (hold until display zero) . 

INPUT REFLECTION: S,, 

Connect forward short. 

CHANNEL 1 : 

A/R, POLAR MAG. 

ZRO (hold until display zero), 

ELECTRICAL LENGTH: 

A, 

CLR if REL lighted 
LENGTH and VERNIER A for smallest duster, 
ZRO. 

CHANNEL 1 
POLAR PHASE, 

ZRO (hold until display zero) , 

REF, 

REF OFFSET so display reads ±180 degrees 
ZRO, 

MKR. 

REVERSE TRANSMISSION: S.j 



I 

0 



\ 



0 

0 



Use above FORWARD TRANSMISSION sequence 
except select 8503 REVERSE, change CHANNEL 1 
B/R to A/R, and change ELECTRICAL LENGTH B to A. 
OUTPUT REFLECTION: S„ 



Use above INPUT REFLECTION sequence except 
connect shorten output port, change CHANNEL 1 
A./R to B/R, and change ELECTRICAL LENGTH 
AloB. 




MKR, ZFO moves marker to outer circle. 





MKR. ZRO moves marker to zero degrees 
reference Iioh, 




MKR, ZRO moves marker to reference lire. 




REF OFFSET and REF ZRO moves marker to 
-•■1 BO degrees 

Press Twice 



\ 




\ 



Kiess I WIGS 
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S-PARAMETER MEASUREMENTS 



The measured value for any of the S-Parameters can bo road directly from the jiolar display graticule. I he 
magnitude ratio, r for transmission or p for reflection, is lead from the concentric circles and the angle, 
road from the radial lines. [Also .see page It). 

Magnitude and phase vhIiih.h can al.so he read using the measurement marker as follows: 



Position measurement marker to desired point on trace. 
Select A/R or B/R, 

Select POLAR MAG 

Read magnitude ratio (MKR + REF). 

Calculate linear magnitude coefficient using: 



T or p =10° 



where D = 



Measured Value 
20 



Select POLAR PHASE 

Read phase angle, ZL f (MKR + REF). 



Thn S-Parameter displayed is determined by combination of Ilia H.'iPS .S-PARAMETER SELEC'l’ .switch and 
8505 Cl lANNEL 1 or CHANNEL 2 INPUT switch piisiliim. 



S-PARAMETER 


8503A 

S-PARAMETER 

SELECT 


8505A 

INPUT 


MEASUREMENT 


s„ 


FORWARD 


A/R 


INPUT REFLECTION 




FORWARD 


B/R 


FORWARD TRANSMISSION 


s,.. 


rever.se 


A/R 


REVERSE TRANSMISSION 


S.,;, 


REVERSE 


B/R 


OUTPU'l' REFLECTION 



For a device with greater than unity gain, the transmission 
coefficient will exceed 1 and REF OFFSET must be added lo 
place the full trace within lire oulor circle. Adriiiig 2(1 dB nf REF 
OFFSET cliaiiges ttie polar full values by a factor ol 10 as 
shown. 




Electrical Length, Deviation from Linear Phase, Group Delay 

These measurements can be made in the forward or reversn (lirH:i:liori nsiny the measurement sequences 
dCsScribed in the Transmission MedKiireinetils shcMotl 



Return Loss 

ReMirn loss can be measured using FORWARD. A/R or REVERSE. B/R in eillier MAC. or POT.AR MAG mode. 
Refer to the Return Loss measurement sequence in tlie Reflection MeHsurements section. 

Impedance — Using Smith Chart 

ImpoHance can be read directly from tho polar display of reflnction confficimU (S,, nr S_,J by installing a 
Smith Chart overlay. Smith chart overlays are siijiplied with the flSOSA in four versions: 3.16. t.D. 0.5. 0.2. and 
(1.1 full schIk linear coefficient value of the outer circle. For the 3.16 full scale version u.se REF nFF.SFT to set the 
REF value to + 10 dl! in POLAR MAC .and select POLAR FULL 1. For (lie others, set the REl'' value to zero and 
soloct the POLAR FULL value torrHspiiridiTig to the full scale value of the Smith Chart. 
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THE 8501A STORAGE-NORMALIZER 



The 8501A provides independent processing and storage for both 8505A measurefneiit channels, It serves as 
display memory for llie 88()FiA by digitizing and .storing measurement data at the 8505A sweep rate then output- 
ting the processed trace to the CRT at a fixed display rate. Computational capabilities permit real Mum averag- 
ing and normalization, and tbe iiiagniriHr can ituTHase disjilay resolution. Also, key 0505A Channel 1 and 2 
measurement parameters are displayed as labels on the CRT. 






” (tsfut iSOtsIWOl, 



'« H- # 



D 



^ O M 



MwUH i 



p-~rt#ur J— WBfOirt — , 

-0 S 



fRtTCw 



o 



With 8501 A STORAGE ON the 8501 A controls all information presented on the 85Q5A CRT display. The 
MKK and KEF values on the 8505A measured value displays arc not affected by 8501A processing. All H.'iOSA 
setup, calibration, and measurement sequences described in Iliis iiule can be aecncnijlishHd with STORAGE ON 
i>ut ilie iaijeling interfat^H mn.st lie connetdHd tn display the reference line or beam center. Selecting 8501A 
STORAGE OFF bypasses the 8501A and returns the 6505A CRT to conventional analog operation. 

To familiarize yourself with operation of the 8501A make these control settings then proceed with the follow- 
ing paragraphs; 



STORAGE OFF, LABELS OFF, MAGNIFIER XI , 

Channel 1 and Channel 2 INPUT OFF, MEMORY VIEW OUT, AVERAGING OFF, 



Digital Storage 

When the device response characteristic requires a slow swoop to avoid distortion of tho measurement, select 



STORAGE ON, 

Channel ^ and/or Channel 2 INPUT ON. 



Cartesian traces are digitized at 500 frequency puiiilH uii (he X Hxis end 500 points on the Y axis, with ± 50% 
overrmige on llie Y axis available tn digitize an off-scale trace, SimiLaily, polar traces are digitized at 250 fre- 
quency points with ± 50 % overrange for both the X and Y axis. Changing the reference line or beam center posi- 
tion away from the middle of the CRT moves off-scale points onto the display. 

INl^U'l' OFT blanks the Channel 1 or Channel 2 trace, STORAGE HOLD freezes the CRT display for 
photography or further analysis and niemoiy is not ujidaled with new data on subsequent sweeps. ERASE com- 
pletely clears 8501 A memory of all stored information. 

Labels 

•ShIhcI [.ABEL.5 on. Sweep mode and frequencies appear at the bottom of the CRT and measurement mode 
selections, including the MK.K value, appear at the top of the CRT. 8505A Channel 1 and/or Channel 2 MOflE 
switches must be set to other than OFF for the labels to appear. 
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8501 A STORAGE-NORMALIZER 



Averaging 

Biitli arnirary and reaolution are improved when averaging 
is used to remove random noise variations from iiieasureniHiits. 
To use averaging, select 



ERASE (momentary), 

Channel 1 and/or Channel 2 AVERAGING ON, 
AVERAGING FACTOR as required. 




Noisy Group Delay Measurement 



eSOtA averaging acts as a "digital” video filter, performing 
an exponential running average on the data at eai;h freejnenry 
puiiit. Tlie iiurreril trniie has the weight 1 -1 /n and the new trace 
has the weight 1/n where n is the selected AVERAGING FAG- 
TOR. Select an averaging factor appropriate for the .sweej) rate 
and degree of signal-tn-noise improvement desired* noting that 
2n sweeps are required to converge to 86% of the final value 
and 4n sweeps are required to iHacli 98%. SignaUtn-nchse im- 
provement increases with t/nT 

These CRT photos illustrate the improvement in group delay 
measurement accuracy obtained by averaging. 




Attar Averaging 



Magnification 

High resululiaii displayH hI up lu 11.111 clR, (1.1 degree, and 0.1 
nanosecond per division are accomplished using the 
MAGNIFIER switch to expand the 8505A .SCALE/DIV sKlecMun. 
For example, vvith 0.1 dB/division set at the 05O5A and 
MAGNIFIER XIO selected, the CRT display resolution is 0.01 
dB/divlsion. The dala sloreii in rriemnry is amplified prior to 
display and the MAGNIFIER expands the trace about the 
reference lino or beam center position. Frequency response of a 
cable using a 501) MHz sweep width and 0.01 db/division is 
shown in this display. Digitizer resolution produces the step ef- 
fect: each step represents a 0.002 dB change. 




Noimalization 

Normalization is the process of storing a reference trace in memory and then auloinalically suhtr^cting the 
reference trace from Ihe iricomiiig Irnce and displHying the difference. Typical applications are to remove fre- 
quency response characteristics of the test setup from the measurement or to make a comparison measurement 
in which the test device is matched to a standard. Nurinalization is indHpendent for Channel I and Channel 2 
nrnl is ordiimrily u.sed only for cartesian displays. To normalize: 



Connect standard (open^ short, through, or standard device), 
8505 A SCALE/DIV same as for measurement, 

MEMORY STORE (momentary), 

INPUT-MEM, 

Connect test device. 



When MEMORY STORE is pressed, the displayed trace is transferred to reference memory. SHlecling INPUT- 
MEM displays the difference helweeii Ihe reFerHiicH trace anrl the current trace, resulting in a flat trace at the 
refererme line if the reference trace and the current trace are identicaL 
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TO6750A or 8501 A 
Normal izer 



2k£5, ±1 ,25V, 
0.25 V/display division 



200 mA current sink, 
closed during sweep 



Processor 
HP-18 Connection 
(Signal Processor 
Address = 719| 



0-1 OV, 2k£5, 6dB/V 



2kQ, 0-1 6 V. 
0.25 V/disptay division 



BEAM INTENSITY 
±10V, -Bright 











Source 

HP-IB Connection 
(Source/Converter 
Address = 716) 



To 8501 A Normalizer 
Labeling Interconnect 

{Option 007) 



Cable 08505-60021 
between FREQUENCY 
CONTROL INTER CONN 
and SIGNAL PROCESSOR 
INTER-CONN is required. 



<50 kHz. 
>2 Vp-p, 

5*1pS0C 



TO8503A 
Test Set 



LINE VOLTAGE POWER MODULE 
-I- 5%. -10% SELECTION 

90 to 105 Vac 1 OOV 

10&tOl26Vac 120V 

198 to 231 Vac 220V 

21610 252 Vac 240V 



Upper Lower 
1.5AT 2. OAT 
1.5AT 2. OAT 
0.8AT 1 OAT 
0-6AT 1 OAT 



8505A Rear Panel Connections 
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CONTROLS AND DISPLAYS SUMMARY 



CRT DISPLAY — Tim response of both measurement channels can be displayed simultaneously with magiiiturie 
and phase response displayed in either cartesian or polar format. 



libAM CONTROLS — Independent cartesian refarHiica line position tioiilrola for each channel, beam center for 
both chaiioels, and standard controls for beam and scale. 



IF and VIDEO BANDWIDTH — Select either 10 kHz or 1 kHz IF bandwidth, and Hz fiost detection video filter 
to smooth trace. 



SWEEPER OUTPUT — Sweeper output at RF connector is sum of step attenuator and VERNIER settings. 



REFERENCE AND TEST INPUTS - Three identical inputs for absolute or ratio measurements. Each input has a 
measurement range from “10 dBm to —110 dBm. Slide switch .sbIbcIs inaximum input level applied at R, A, 
and B inputs for linear opBralioii. OVFRT.OAD indicators above inputs light when level exceeded. 



FREQUENCY SCAN CON TROLS AND DISPLAYS - RANGE MHz select.s frequency range. MODE selects log 
and linear scans of full range or linear expaiirieti scans selected by WIDTH. With MODE in LOG FULL or LIN 
FULL, WIDTH selections display down-pointing markers to identify end points of stored frequency displayed by 
the FREQUENCY MHz displays and set by the FREQUENCY controls. Moving MODE to I.IN EXPAND selects the 
frequency stored for the WIDTH selection. 



MEASUREMENT MARKERS — The rotary MARKERS switch selects measurement marker 1 through S. The ad- 
jacent numbered vernier controls marker position nii Irace. The FREQ COLINTER MHz display Is blank when 
the measurement is not accuralB. At po.sitinns 2 thorough 5, deselected markers point down, the selected marker 
points up. 



FREQLiENCY COUNTER — Displays frequency of meHsureinent marker selected by MARKERS. Resolution is 
controlled by RANGE MHz and SCAN TIME SEC. OVERFLOW indicates one or more most significant digits are 
shifted off left of display. Select fast scan time to inspect most significant digits, and slower scan time to inspect 
least significant digits. 



ELECTRICAL LENGTH — Display shows equivalent electrii:al iKiigth or linear insertion phase added to 
reference channel to equalize electrical length in reference and A and B test signal paths depending upon IN- 
PUT and MODE selectinns. LENGTH buttons increment the displayed value. CLR (momentary) zeros display; 
CLR (hold until REL out) clears stored calibration; ZRO stores displayed value as i:alibration and zeros display. 



CHANNEL 1 and CHANNEL 2 — Two identical, independent measurement channels. INPUT and MODE select 
measurement trace displayed on CRT. LED displays show the reference line value (REF button pressed), or 
measurement marker displacement I'roin reference line (MKR button pressed). Measured value at marker is sum 
of REF and MKR values. REF OFFSET buttons increment the reference line value slured in .sejiarate magnitude, 
phase, and delay reference offset registers for each channel. CLR (momentary) resets the reference line value to 
zero; CLR (held until REL uul) dears stored reference offset calibration. ZKO stores the calibration reference 
offset for selected measurement. 
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CONTROLS AND DISPLAYS 



Dual-Trace CRT 



IF and Video Bandwidth 



Bearm Controls 



Channel 1 and Channel 2 
Measured Value Controls 
and Displays 




REF OFFSET- 



DiSPLAV 



LENGTH- 



MODE 



SCALE/DIW 



SCALE/DIV 



rVERMIER-i 



SIGNAL PROCESSOR 



FREQUENCY 



MARKERS 



-OUTPUT 
LEVEL dBm 



INPUT - 



FREQUENCV 



VERNIER 



VERNIER 



INPUT LEVEL 



lANGE MH7 



MODE 



START/5TOP 



VERNlEf 



TRIGGER 



SCAN TIME SEC 



COUNTER RESOLUTION 



SOURCE/CONVERTER 



PREQUENCV CONTROL 



8505A network: ANALYZER 

HcAtLETT PACKAHP 



CHANNEL 



LECTHICAL LENGTH 



BEAM CENTER 



•FREQUENCY MHz ^ 



[FREO COUNTER MHz 
loVERFLCW 



FREQUENCY 



OVERLOAD 



REF OFFSET 1 i — DISPLAY 

ES9 ml 









INPUT 



El 



□ LTHI 



0L1 



ELI 



w M 






Sweeper Output 



Reference and Test Inputs 



Sweeper Frequency 
Controls and Displays 



Electrical Length 



Frequency Counter 



Measurement Marker 
Selection and Position 



8505A Front Panel 
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